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Comfort Soft Plus®

Adult Nasal Cannula, 7’ O2/CO2 
Sampling Line w/Male Luer

SUGGESTED USE:
1. Attach oxygen supply tube to oxygen source and luer connector to CO2 monitor.
2. Set oxygen to the prescribed liter flow.
3. Check for gas flow throughout the device.
4. Check positioning on device to assure proper detection of CO2.
WARNING:
1. Accuracy of CO2 monitoring can be 
    diminished if the patient has a perforated
    septum or during a time of mouth 
    breathing.
2. Do not use on patients with obstructions 
    in one or both nostrils.

CAUTION: Use of sterilization or cleaning 
solutions may leave this device nonfunctional.
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