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GreenLine®/D™ LED Disposable
Laryngoscope Handle
Used for endotracheal tube intubation

PROCEDURE
1. Remove handle from pouch
2. Slide heel of blade on the handle
3. Raise tip of blade to a right angle 
   to illuminate
4. Ensure blade is fully engaged on 
   handle before use
5. Do not use any disinfectant on handle
6. Do not process or disassemble
7. Handles contain Mercury Free 
   Batteries, dispose per institutional
   protocols 

HOJAS DESECHABLES DE LARINGOSCÓPIO
1. Abra paquete y remueva mango
2. Deslice base de la hoja en el mango
3. Levante la hoja formando 90º hasta 
   que ilumine
4. Veri�que que la hoja este bien sujeta 
   al mango antes de usar
5. No use desinfectantes en el mango
6. No procese o desarme
7. Los mangos contienen baterías libres 
   de mercurio, deseche según los protocolos 
   institucionales

One time. One choice. One solution.

Disposable Laryngoscopes by SunMed

Check laryngoscope system functionality and ensure blade 
is fully engaged on handle prior to use

2797 mdi Europa GmbH
Langenhagener Str. 71
30855 Hannover-Langenhagen
Germany

Veri�que la funcionalidad del sistema de laringoscopio y asegúrese 
de que la hoja esté completamente acoplada al mango antes de usarla

Not Made
with Natural
Rubber Latex
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